
CENTRAL LABORATORY

A Nationally Accredited Laboratoty

COMMONWEALTH of VIRGINIA
DEPARTMENT OF FORENSIC SCIENCE

700 NORTH 5TH STREET

RICHMOND, VIRGINIA 23219

(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR II

SERIAL NUMBER: 010567

CERTIFICATION DATE:

DATE RECERTIFICATION DUE:

December 27, 2013

June 25, 2014

I
—

Alka B. Lohmann

Director of Technical Services

The above listed instrument was found to meet all requirements for accuracy and performance

established by the Department of Forensic Science. This certification is valid from the above

listed certification date until the above listed date for recertification.

CITY OF RICHMOND

COMMONWEALTH OF VIRGINIA

T1~ foregoing was acknowledged bef re me this day of
,2i014 byAlkaB.Lohmann

ufl ~}
Ciera N. Boxley, Notary Public Ciera N. Boxley

Notary Public - ID 7364173
Commonwe~J~ of~VA

My Corn. ExpsjMy commission expires: August 31, 2014



INTOX ECIIR II
Quality Assurance Worksheet

Instrument Serial Number 010567 Worksheet Start Date 12/27/2013

Location DFS-Breath Alcohol Calibration Lab

Address 737 North 5th Street Richmond, VA 23219

DFS Technician A B. Lohmann License No 19532

W Laboratory F On-Site

Site Specification No detnmerital environmental conditions exist F

Instrument Barometer (mm HG) 767 Reference Barometer (mm HG) 766

Reference Barometer(RB)Serial # 009111 RB Calibration Due 5/23/2014

Measurement Assurance Check

Standard (sea level) PA Target minimum maximum Sample 1 0 305
0300 0303 0293 0312 Sample 2 0305

Precision sample mm sample max Sample 3 0 305
0 0305 0305

Standard (sea level) PA Target minimum maximum Sample 1 0101
0100 0101 0097 0104 Sample2 0101

Precision sample mm sample max Sample 3 0 101
0 0101 0101

Dry gas standard Lot No (with tank no) AG204704-26

F Replaced dry gas standard (+O-nng) Supplies
Mouthpieces

F Installed at Location Certificates of Analysis
Operator Worksheet

F Removed to DFS-Central Other

Notes

Intox EC/IR II QAWorksheet DFS Document 250-F113
Issued by Calibration and Training Program Manager Revision 7
Issue Date 9-December-2013 Page 1 ot2



Instrument Serial Number 010567 Certification Date 1212712013

Calibrated V Certified v Measurement Assurance Check

V Instrument Test Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1 0.253
0.250 0.252 0.244 0.259 Sample 2 0.253

Precision sample mm sample max Sample 3 0.252
0.001 0.252 0.253

Standard (sea level) PA Target minimum maximum Sample 1 0151
0.150 0.151 0.146 0 155 Sample 2 0.151

Precision sample mm sample max Sample 3 0 151
0 0.151 0.151

Standard (sea level) PA Target minimum maximum Sample 1 0.082
0.080 0.081 0.078 0.084 Sample 2 0.082

Precision sample mm sample max Sample 3 0.081
0.001 0.081 0 082

Standard (sea level) PA Target minimum maximum Sample 1 0.019
0.020 0.020 0.017 0.023 Sample 2 0.020

Precision sample mm sample max Sample 3 0.020
0.001 0.019 0.020

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DES Technician ____________________________________ Date 12. ~O 2-0)3

Issuing Analyst Date ~ j 2-t 3

Intox EC1IR II QA Worksheet DES Document 250-Fl 13
Issued by Calibration and Training Program Manager Revision 7
Issue Date: 9-December-20l 3 Page 2 of 2



Intox EC/IR—Il: Certification

Department of Forensic Science
Serial Number: 010567 Test Number: 1871

Test Date: 12/27/2013 Test Time: 10:59 EST

Technician Initials: ABL
Dry Gas Target: 0.252

Lot Number: 0651225015—02 Exp Date: 04/01/2014
Tank Pressure: 482 psi Barometric Pressure: 767 mmffg

System Check: Passed

Test g/210L Time
DIAG Pass 11:00
ELK 0.000 11:01
CHK 0.253 11:01
ELK 0.000 11:03
CHK 0.253 11:04
ELK 0.000 11:05
CHK 0.252 11:06
ELK 0.000 11:08

Success

Standard Value (at sea level): 0.250 g/210L

Certification Status: Continued



Intox EC/IR—IT: Certification

Department of Forensic Science
Serial Number: 010567 Test Number: 1872

Test Date: 12/27/2013 Test Time: 11:11 EST

Technician Initials: ABL
Dry Gas Target: 0.151

Lot Number: 0651215014-04 Exp Date: 04/01/2014
Tank Pressure: 997 psi Barometric Pressure: 767 mmllg

System Check: Passed

Test g/210L Time
DIAG Pass 11:11
ELK 0.000 11:12
CHIC 0.151 11:13
ELK 0.000 11:14
CHK 0.151 11:15
ELK 0.000 11:16
CHIC 0.151 11:17
ELK 0.000 11:19

Success

Standard Value (at sea level): 0.150 g/210L

Certification Status: Continued

r



Intox EC/IR—JI: Certification

Department of Forensic Science
Serial Number: 010567 Test Number: 1873

Test Date: 12/27/2013 Test Time: 11:20 ES?’

Technician Initials: ABL
Dry Gas Target: 0.081

Lot Number: 0651208012-06 Exp Date: 04/01/2014
Tank Pressure: 66 psi Barometric Pressure: 767 mrnHg

System Check: Passed

Test g/210L Time
DIAG Pass 11:21
ELK 0.000 11:21
CHK 0.082 11:22
ELK 0.000 11:23
CHK 0.082 11:24
ELK 0.000 11:25
CHIC 0.081 11:26
ELK 0.000 11:27

Success

Standard Value (at sea level): 0.080 g/210L

Certification Status: Continued

r



Intox EC/IR—Il: Certification

Department of Forensic Science
Serial Number: 010567 Test Number: 1874

Test Date: 12/27/2013 Test Time: 11:29 EST

Technician Initials: ABL
Dry Gas Target: 0.020

Lot Number: 0651202011—07 Exp Date: 04/01/2014
Tank Pressure: 144 psi Barometric Pressure: 767 mmHg

System Check: Passed

Test g/210L Time
DIAG Pass 11:29
ELK 0.000 11:30
CHK 0.019 11:31
ELK 0.000 11:32
CHK 0.020 11:33
ELK 0.000 11:34
CHK 0.020 11:35
ELK 0.000 11:36

Success

Standard Value (at sea level): 0.020 g/210L

Certification Status: Success



Intox EC/IR-Il: Accuracy Check

Department of Forensic Science
Serial Number: 010567 Test Number: 1875

Test Date: 12/27/2013 Test Time: 11:40 EST
Dry Gas Target: 0.303

Lot Number: .4G322702-03 Exp Date: 08/15/2015
Tank Pressure: 115 psi Barometric Pressure: 761 mmHg

System Check: Passed

Test g/210L Time
ELK 0.000 11:41
CHIC 0.305 11:41
ELK 0.000 11:43
CHIC 0.305 11:44
ELK 0.000 11:46
CHIC 0.305 11:47

Test Status: Success

Calibration CRC: 13CACOE4



Intox EC/IR—IT: Accuracy Check

Department of Forensic Science
Serial Number: 010567

Test Date: 12/27/2013

Lot Number:
Tank Pressure:

Test
ELK
CHK
BLK
CHK
ELK
CHK

g
0.000
0.101
0.000
0.101
0.000
0.101

Test Time: 11:51 EST

11:52
11:52
11:54
11:55
11:56
11:57

Test Number: 1876

Dry Gas Target: 0.101
AG204704—26 Exp Date: 02/16/2014

7.5 psi Barometric Pressure: 767 mmllg
System Check: Passed

/210L Time

Test Status: Success

Calibration CRC: 13CACOE4



INSTRUMENT, TEST, DFS

LOHMAI’IN, ALKA, B DIPS Central Lab

19532 10/01/2014 12/27/2013

010567 12/27/2013

12:07 EST

0.00



INSTRUMENT, TEST, DFS

LOHMANN, ALKA, B DFS Central Lab

19532 10/01/2014 12/27/2013

010567 12/27/2013

14:09 EST

0.00



Intox EC/IR—Il: Certification

Department of Forensic Science
Serial Number: 010567 Test Number: 1870

Test Date: 12/27/2013 Test Time: 10:51 EST

Technician Initials: ABE
Dry Gas Target: 0.252

Lot Number: 0651225015 Exp Date: 04/01/2014
Tank Pressure: 487 psi Barometric Pressure: 767 mmHg

System Check: Passed

Test g/210L Time
DM0 Pass 10:51 pcA I—
ELK 0.000 10i~

0;Th~ 10:53
BLK 0.000 10:54
CHI( 0.254 10:55 tts4t. fl~tflhI9Cr
ELK 0.000 105b
CHK 0.253 10:57 Kevav~ V 25D
BLK 0.000 10:59

Success

Standard Value (at sea level): 0.250 g/210L

Certification Status: Continued


